
ORIGINAL ARTICLE/KLİNİK ÇALIŞMA

ABSTARCT
Purpose: This clinical study was conducted to compare the performance of a rebound tonometer with that of the Goldmann 
applanation tonometer (GAT) in the measurement of intraocular pressure (IOP) and to evaluate the effect of central corneal 
thickness (CCT) on IOP measurement with both devices.
Materials and Methods: One hundred and sixty-five healthy subjects were tested using rebound tonometer and GAT by 
two observers. The patients were divided into 3 groups according to CCT measurement and OHTS criteria as follows: group 
1 with CCT<555 µm; group 2 with CCT 555-584 µm; and group 3 with CCT≥585 µm. Correlation analysis was performed 
to compare the 2 devices; paired sample t test, Bland and Altman analysis were used.
Results: The mean IOP levels measured by rebound tonometer and GAT were 13.9±2.3 and 13.5±2.5 mm Hg in Group1 
(p=.587), 15.76±2.7 and 15.3±3.1 mmHg in Group 2 (p=.563), and 17.76±2.6 and 18.42±3.03 mm Hg in Group 3 (p=.878), re-
spectively. Rebound tonometry and GAT readings were strongly correlated in terms of IOP measurement in all CCT groups 
(r=0.78, p<.0001). 
Conclusions: The use of rebound tonometer is effective and safe in comparison to GAT readings. In eyes with a healthy 
cornea, the IOP measurements from the rebound tonometer and the GAT seemed to be similarly affected by CCT. 
Key Words: Intraocular pressure, Icare, rebound tonometry, Goldmann applanation tonometry, central corneal thickness.

ÖZ
Amaç: Bu klinik çalışma rebound tonometresi ile Goldmann applanasyon tonometresi (GAT) göz içi basıncı (GİB) ölçümle-
rinin karşılaştırılması ve her iki cihazın GİB ölçümlerinin santral kornea kalınlığı (SKK) üzerine olan etkisini değerlendir-
mek amacıyla planlanmıştır.
Metod: Yüzaltmışbeş sağlıklı birey iki gözlemci tarafından rebound tonometresi ve GAT kullanılarak test edildi. Hasta-
ların SKK ölçümleri OHTS kriterlerine göre 3 gruba ayrıldı: SKK<555 µm olanlar grup 1; SKK 555-584 µm olanlar grup 
2; SKK≥585 µm olanlar grup 3. İki cihazın ölçümlerinin karşılaştırılması için korelasyon analizi; paired sample t testi ve 
Bland ve Altman analizi kullanıldı.  
Sonuçlar: Rebound tonometre ve GAT ile ölçülen ortalama GİB değerleri sırasıyla Grup 1’de 13.9±2.3 ve 13.5±2.5 mmHg 
(p=.587), Grup 2’de 15.76±2.7 ve 15.3±3.1 mmHg (p=.563) ve Grup 3’de 17.76±2.6 ve 18.42±3.03 mmHg (p=.878) idi.
Tartışma: Rebound tonometre kullanımı GAT ölçümleri ile karşılaştırıldığında oldukça efektif ve güvenilirdir. Sağ-
lıklı korneası olan gözlerde, rebound tonometre ve GAT göziçi basıncı ölçümleri SKK’dan eşit derecede etkileniyor gibi 
gözükmektedir. 
Anahtar Kelimeler: Göz içi basıncı, Icare, rebound tonometresi, Goldmann applanasyon tonometresi, santral kornea 
kalınlığı.
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INTRODUCTION

Glaucoma is one of the major causes of blindness 
in Western countries,1 and one of the main risk fac-
tors for glaucoma is elevated intraocular pressure 
(IOP).2 Accurate determination of IOP is important 
in the diagnosis of glaucoma and in the assessment 
of treatment efficacy. Goldmann applanation tonom-
etry (GAT) has become the gold standard against 
which other tonometers have been compared.3 The 
accuracy of GAT measurements depends on many 
factors such as corneal thickness, corneal curva-
ture, corneal structure, and axial length.4 Determin-
ing central corneal thickness (CCT) has become an 
essential part of the evaluation of glaucoma, since 
CCT was proven to have a substantial effect on IOP 
measurements with GAT.4

The Icare® tonometer (Icare, TA01, Tiolat Oy, Hel-
sinki, Finland) is the first commercially available to-
nometer with a design based on the principles of re-
bound tonometry (ie, impact tonometry), which were 
established 70 years ago.5-8 This device was developed 
primarily for experimental use in rats or mice.5-11 As a 
low-cost portable contact tonometer that does not re-
quire the administration of a corneal anesthetic, the 
Icare® can be a promising alternative to other hand-
held tonometers and to the more costly noncontact 
tonometers used in busy ophthalmology clinics and 
mass glaucoma-screening programs. In the recently 
published literature, a good correlation has been 
shown between the IOP measurements obtained with 
Icare tonometer and those from a GAT tonometer.12-17 
In this study, we aimed to verify the correlation of 
IOP measurements between Icare® and Goldmann 
tonometers in the IOP pressure range to the effect of 
CCT on IOP measurements between both devices for 
the CCT sub-groups. 

MATERIALS AND METHODS

Institutional Review Board permission was obtained 
from Baskent University Hospital and informed con-
sent according to the tenets of the Decleration of Hel-
sinki was obtained from all patients before the initia-
tion of the study. The study was designed to include 
3 groups of patients, distributed according to their 
CCTs. We prospectively measured IOP using Icare 
and GAT in random order in 165 right eyes of 165 
subjects. The subjects were separated into 3 groups 
(55 subjects per group) according to the ultrasonic 
pachymeter values of the OHTS criteria as follows:18 
group 1 patients had a CCT of less than 555 µm; group 
2, a CCT ranging from 555 to 584 µm; and group 3, a 
CCT of higher than 584 µm. The CCT measurements 
with ultrasonic pachymeter (SP-3000, Tomey, Japan) 
and IOP measurements using two devices, Icare and 

GAT were taken from every patient who applied to the 
Ophthalmology Clinic at Baskent University Hospital 
for refractive purposes from 2008 to 2009. Each object 
also underwent a complete ophthalmologic examina-
tion.Exclusion criteria included a history of glaucoma 
or prior treatment with an antiglaucomatous medica-
tion, a corneal surface disorder, severe dry eye syn-
drome, previous ocular surgery, pregnancy, and IOP 
values in extreme of ≥25 mmHg, or ocular hypotony 
(IOP≤5 mmHg). The first 55 patients for each group 
who did not carry any of the exclusion criteria con-
sisted of the study group according to the pre-defined 
CCT levels. The IOP measurements were made on a 
different day after the 165 patients were distributed 
into 3 groups according the defined criteria.

Measuring the IOPs

The Icare® software is pre-programmed for six mea-
surements, and discards the highest and lowest IOP 
readings to calculate the average IOP value from the 
rest.9 After the sixth measurement, the letter P ap-
pears in the display followed by the IOP reading. Two 
measurement series were obtained, and the average 
value was recorded by the first observer (SAB). 

The probe of the rebound tonometer was held at a dis-
tance of 4 to 8 mm from the central cornea.  A brand 
new sterile probe tip was used for each patient. No 
kind of topical anesthesia was used before Icare® 
readings. The measurements with GAT (Haag-Streit, 
Switzerland) were made by the second observer (AA) 
at least 5 minutes after the Icare measurements. Sec-
ond observer was blinded to the rebound tonometry 
measurements. One drop of proparacaine hydrochlo-
ride (Alcaine, 0.5%, Alcon Lab., Canada) was instilled 
into each examined eye, and a dry fluorescein strip 
(Haag-Streit AG, Köniz, Switzerland) was used be-
fore the GAT measurement was obtained. The proto-
col for taking IOP readings with the GAT was similar 
to that described by Dielemans and colleagues.3 

The same GAT device was used for all measurements 
in the study and the tuning of the device was checked 
each day. Three GAT measurements were obtained, 
and the mean of those measurements was recorded as 
final IOP. To minimize the effect of diurnal variations 
in IOP, all measurements were taken between 09:00 
and 10:00 on consecutive days. Both eyes were tested 
with each tonometer, however for statistical purpos-
es, only measurements from the right eye were used. 

Measuring the CCTs 

The CCT was measured with an ultrasonic pachym-
eter (SP-3000, Tomey, Japan) after a topical anes-
thetic drug (proparacaine hydrochloride) had been 
administered to the examined eye in each patient, 
and a mean of 10 measurements was recorded. 
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Icare® Tonometer

The construction of the rebound tonometer and the 
mathematical principles by which it functions have 
been described by various authors as follows:5-8 The 
Icare® tonometer consists of a pair of coils coaxial with 
the probe shaft that are used to propel the lightweight 
magnetized probe toward the cornea and to sense the 
movement of the probe. The probe consists of a mag-
netized steel wire shaft, the end of which is covered 
with a round disposable plastic tip. That tip minimizes 
the risk of corneal injury from the probe impact, and 
the use of a disposable probe tip eliminates the risk 
of microbiologic contamination. Appropriate electronic 
components allow for the probe movement to be initi-
ated by the solenoid coil and monitored by the sens-
ing coil. An applied pulse of electrical current creates a 
magnetic field within the solenoid. The magnetic field 
causes the probe to be propelled onto the cornea, from 
which the probe rebounds. The tonometer measures 
the motion parameters of the probe indirectly by mea-
suring the magnetic field caused by the moving probe. 
The probe is accelerated toward the cornea at a speed 
ranging from 0.25 to 0.35 m/s at the time of impact. A 
microprocessor gauges the motion parameters of the 
probe when it bounces back.6-8    

Statistical Analysis

Data were expressed as the mean and standard de-
viation. Correlation analysis was used to compare 
the IOP levels or CCT levels for two devices, and the 
inter-group IOP measurements were compared with 
the paired sample t test. Correlations were calculated 
by Spearman’s correlation. Inter-method agreement 
between tonometers was assessed using the method 
devised by Bland & Altman, which included calcula-
tion of the mean difference between measurements, 
the standard deviation and the 95% confidance in-
terval (CI) of the differences.19,20 Linear regression 
analysis was used to examine the role of CCT in IOP 
measurement by two tonometers.  A p value of less 
than 0.05 was considered significant. Statistical anal-
yses were performed using SPSS software (Statistical 
Package for the Social Sciences, version 15.0, SSPS 
Inc, Chicago, IL, USA).

RESULTS

The mean age of 165 healthy subjects (92 women 
and 73 men) was 57.03±1.2 years (range; 42 to 78).  
The mean IOP levels measured by Icare® and GAT 
were 13.9±2.3 and 13.5±2.5 mmHg, respectively, in 
group 1 (p=0.587); 15.76±2.7 and 15.3±3.1 mmHg, re-
spectively, in group 2 (p=0.563); and 17.76±2.6 and 
18.42±3.03 mmHg, respectively, in group 3 (p=0.878) 
(Table 1). 

When Icare® measurements were compared with 
GAT measurements; Icare readings were slightly 
higher than GAT readings. But there was no any sta-
tistical significance (p>0.01 for all CCT groups). The 
mean difference between Icare and GAT readings 
were 0.38 mmHg in Group 1, 0.40 mmHg in Group2, 
and 0.65 mmHg in Group 3. Table 2 shows the mean 
difference and 95% CI (confidence interval) limits be-
tween two tonometers measurements in three groups. 

Bland and Altman plots as shown in graphic 1 to 3 
demonstrates 95% limit agreement between the two 
devices, represented by the plots remaining within 
the dashed lines. Graphic 1 shows a Bland and Alt-
man scatter-plot comparing Icare and GAT readings. 
The mean of the differences between corresponding 
measurements (Icare value minus GAT value) was 
0.38±0.95 mmHg (95% CI, -2.47 to +1.48 mmHg). 
There was a significant positive linear relationship 
between Icare and GAT (r2=0.18, p<0.01). 

Graphic 2 shows a Bland and Altman scatter-plot 
for the agreement between Icare and GAT readings. 
The mean of the differences between corresponding 
measurements (Icare value minus GAT value) was 
0.40±1.18 mmHg (95% CI, -2.712 to +1.98). There 
was a significant positive linear relationship between 
Icare and GAT (r2=0.21, p<0.01). 

Graphic 3 shows a Bland and Altman scatter-plot 
for the agreement between Icare and GAT readings. 
The mean of the differences between corresponding 
measurements (Icare value minus GAT value) was 
0.65±1.518 mmHg (95% CI, -3.69 to +2.329). There 
was a low positive linear relationship between Icare 
and GAT (r2=0.06, p=0.03).

Table 1: The central corneal thickness measurements and intraocular pressure readings with Icare® and Goldmann 
applanation tonometer in the 3 study groups.

CCT (µm)
mean±SD

Icare (mmHg)
mean±SD

GAT (mmHg)
mean±SD

Spearman’s Coefficient of rank
correlation* rho values

Group 1 (n=55)
CCT < 555µm

508.6±27.3
range, 451-552

13.9±2.3
range, 10-18

13.55±2.5
range, 8-19 .913

Group 2 (n=55)
CCT: 555-584µm

565.2±8.4
range, 556-584

15.76±2.8
range, 8-21

15.33±3.1
range, 8-24 .925

Group 3 (n=55)
CCT≥585µm

610.7±21.8
range, 588-644

17.7±2.63
range, 11-23

18.42±3.03
range, 10-25 .884

*The rho value describes the comparison of IOP levels between the Icare® and Goldmann applanation tonometers.
CCT: Central Corneal Thickness; GAT: Goldmann Applanation Tonometer.



180 Clinical Comparison of Rebound Tonometer with Goldmann Applanation Tonometer ...

The mean CCT levels for each group can be seen in 
Table 1: group 1, 508.6±27.3 µm (range; 451-552); 
group 2, 565.2±8.4 µm (range; 555-584); and group 3, 
610.7±21.8 µm (range; 588-644). The mean differenc-
es between inter-group Icare and GAT IOP readings 
were; 0.7 and 0.7 mmHg for Group 1 versus 2, 1.8 

and 1.8 mmHg Group 1 versus 3, 0.9 and 1.1 mmHg 
for Group 2 versus 3, respectively. And there was no 
statistical significance (p=0.302, p=0.562, p=0.243). 

Linear regression analysis showed a mean change of 
0.22 mmHg in IOP readings by Icare and 0.21 mmHg 
in IOP readings by GAT per 10 µm variation in CCT. 

Table 2: Mean difference and 95% CI limits for the difference of IOP readings between Icare® and Goldmann appla-
nation tonometers.

Difference Limits of agreement

Mean SD Mean+1.96xSD Mean-1.96xSD

Icare-GAT Group 1 0.38 0.95 1.482 -2.247

Icare-GAT Group 2 0.40 1.18 1.98 -2.712

Icare-GAT Group 3 0.65 1.52 2.329 -3.69

p<.0001, in all groups. The values are in mmHg.

Graphic 1: Bland-Altman plot for group 1 (n=55); central 
corneal thickness < 555 μm. The difference versus the mean 
of intraocular pressure values obtained with the Icare® and 
the Goldmann applanation tonometer. 

Graphic 3: Bland-Altman plot for group 3 (n=55); central 
corneal thickness≥585 μm. The difference versus the mean 
of intraocular pressure values obtained with the Icare® and 
the Goldmann applanation tonometer. 

Graphic 2: Bland-Altman plot for group 2 (n=55); central 
corneal thickness=555-584 μm. The difference versus the 
mean of intraocular pressure values obtained with the Ica-
re® and the Goldmann applanation tonometer. 

Graphic 4: The correlation between Icare® and GAT values 
in group 1. Spearman’s coefficient of rank correlation (rho) 
was 0.913 and p<0.001.
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Spearman’s correlation analysis demonstrated a sig-
nificant correlation between the two tonometers in 
the measurement of IOP according CCT values (for 
group 1, rho=0. 913, p<0.001; for group 2, rho=0.925, 
p<0.001; and for group 3, rho=0.884, p<0.001) 
(Graphic 4,6). 

DISCUSSION

For the last few decades, GAT has stayed as the gold-
standard in measuring IOP, despite the commercial 
availability of new devices and technologies.21-23 How-
ever, the OHTS results published in 2001 brought 
a new insight to the assessment of IOP levels. The 
importance of central corneal thickness mentioned in 
OHTS study led to a search for an alternative to GAT 
for a more precise IOP measurement.18 

Attention was turned onto many new devices, includ-
ing the Icare tonometer. Although the principles of 
rebound tonometry has been described in 1930s, and 
significant modifications has been made in 60s and 
70s; rebound tonometers were not widely available 
in the market.5,8,24 Icare, based on the rebound to-
nometry principles, and has become widely available 
recently.  

Many studies in the past four years have compared 
the performance of the Icare tonometer with that 
of the GAT and other available tonometers,12-14 and 
several studies investigating the effects of CCT varia-
tions on Icare measurements have been published.25-27 
Our study is different from others in terms of the use 
of the OHTS criteria for CCT measurements in the 
comparison of Icare and GAT measurements.

One of the main outcome measures of our study was 
to compare the IOP measurements taken by Icare to 
that of the GAT. 

The results of our study indicated a strong correla-
tion between the values obtained from the Icare and 
those from the GAT by the Pearson correlation analy-
sis and Bland-Altman plots. The IOP values obtained 
with the rebound tonometer were not statistically dif-
ferent from those measured with the GAT. Most stud-
ies comparing these tonometers support our findings 
and confirm that IOP measurements with the Icare 
tonometer and the GAT are well-correlated.12,14,25-27 

There were many studies declaring an insignificant 
positive bias toward an IOP overestimation with the 
Icare tonometer which was not supported by the 
findings in our study.15,16,26,27  In our study, the IOP 
measured by Icare was not significantly higher 
(p>0.001) than GAT (0.38 mmHg in Group 1, 0.40 
mmHg in Group 2, and 0.65 mmHg in Group 3) in 3 
CCT groups. The second part of our study pertained 
to investigate whether CCT affected the Icare mea-
surements. Theoretically, the measurements to study 
the effects of CCT on IOP measurements must be 
evaluated by comparing the results against the real-
time manometric (true) IOP value, and even that ap-
proach is subject to bias because confounding factors 
cannot be eliminated.28 

However, the effects of CCT on IOP measurements 
with a specific tonometer can be evaluated by com-
paring the results from the studied device with the 
results from another tonometer in which the effects 
have already been studied.29-32 The GAT has been the 
gold-standard of IOP measurement and is the tonom-
eter in which the effects of CCT on IOP measurement 
have been most frequently studied. Thus, we decided 
to compare the Icare measurements to that of GAT. 
It is now well-known that the variation in CCT is the 
biggest factor in the overestimation or underestima-
tion of IOP by the GAT.18,33 

Graphic 5: The correlation between Icare® and GAT values 
in group 2. Spearman’s coefficient of rank correlation (rho) 
was 0.925 and p<0.001.

Graphic 6: The correlation between Icare® and GAT values 
in group 3. Spearman’s coefficient of rank correlation (rho) 
was 0.884 and p<0.001.
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Although there is no consensus among investiga-
tors about the magnitude of IOP measurement bias 
for each micrometer of CCT change, numerous cor-
rection factors ranging from 0.19 to 0.7 mm Hg for 
each 10 µm difference in CCT have been proposed.33-37 
We found that in our study, mean change of IOP was 
0.21 to 0.22 mmHg for per 10 µm CCT with Icare and 
GAT, respectively. 

Krakau demonstrated that the rebound method was 
based on the same physical principle as that of the vi-
bration tonometer; indicating that corneal properties 
such as thickness and hardness might affect tonomet-
ric measurements in a specific way.38 Kontiola and 
Puska also stated that the rebound method might be 
subject to corneal thickness 9.  A few studies on the ef-
fect of CCT on IOP measurement with Icare tonometer 
have been published.12,15-17,26,27,39-41 More recent stud-
ies investigated this effect numerically. Iliev and col-
leagues declared that Icare and GAT measurements 
were similarly affected by CCT changes.12 On the 
other hand, another research stressed that, the Icare 
results (when compared with those of the GAT and the 
Tonopen) were significant overestimates of the IOP 
as the CCT became thicker in healthy subjects.15-17,26 

Martinez-de-la-Casa and colleagues found that the 
two tonometers were similarly affected by the CCT 
but that rebound tonometry measurements were 
consistently higher than GAT results.17,27 We found 
that, Icare readings slightly higher than GAT read-
ings, but there was no statistically significance. But, 
we have noticed that a few extreme value in Icare 
in Group 3. This finding shows that, upper limits of 
IOP with Icare especially in thicker corneas should 
be kept higher levels than GAT readings. The upper 
values of Icare should be setting for CCT values, and 
the larger population should be analyzed for this.

To our knowledge, we firstly reported the effects of 
CCT on Icare measurements according to the OHTS 
with a smaller group of patients at the World Glau-
coma Congress in Vienna in July 2005. Our results 
of this pilot study and the larger population in our 
recent study showed that the effects of CCT on IOP 
measurements are comparable for the Icare and the 
GAT tonometers. 

Comparing the effects of CCT on IOP readings with 
different tonometers via linear regression analysis is 
one of the most frequently used methods of evalua-
tion. In a study by Brusini and colleagues, linear re-
gression analysis of the data from 178 consecutive 
patients showed that a CCT change of 10 µm resulted 
in an Icare reading deviation of 0.7 mm Hg.14 Those 
authors pointed to the fact that the use of correction 
factors derived from linear regression analysis prob-
ably oversimplified a complex relationship between 
corneal parameters and IOP measurements. 

Because there is no consensus on how to investigate, 
statistically analyze, or correct the IOP levels accord-
ing to the patient’s CCT value, we analyzed the re-
sults of 3 separate groups of patients (based on OHTS 
criteria) according to their degree of CCT (thin, nor-
mal, or thick).18 We excluded the glaucomatous eyes 
from our study and measured only the eyes with nor-
mal IOP levels and healthy corneas so as to stay away 
from any possible confounding factor a diseased eye 
might provide. This approach showed no significant 
difference in the results obtained from the 2 tonom-
eters studied in respect to CCT. In other words, both 
tonometers were affected similarly by the CCT in our 
patients composed of healthy corneas unaffected by a 
high IOP. 

The use of a rebound tonometer has some superior 
properties to GAT: it is simple to use, the  indepen-
dant of the operator, and the measurement is virtually 
painless without anesthetic and contamination-free 
due to the use of disposable probes. Automatic mea-
surement with a rebound tonometer does not lead to 
the subjective interpretation of semicircles, as it does 
with the GAT [4]. We believe that rebound tonometer 
is very helpful in the elderly with transportation prob-
lems, and the children with no cooperation to topical 
drops and the complexity of GAT techniques.40,41 

According to our experience, there are few disadvan-
tages of the rebound tonometer: dependence of the ac-
curacy of the IOP values on the skill of the examiner 
since peripheral corneal measurements may be re-
corded by mistake when the measurements must be 
taken 3 mm into the central cornea, and the inability 
to use the device in supine or tilted positions.39

In summary, the IOP values obtained with the re-
bound tonometer in our study did not differ from 
those obtained with the GAT, and the IOP levels de-
termined by the 2 instruments were strongly corre-
lated. The measurements from the rebound tonom-
eter and the GAT were equally affected by the CCT. 
In our experience Icare tonometer measures IOP 
accurately, rapidly, and without the need for an anes-
thetic. However, further studies for the development 
of correction tables or correction factors specifically 
for the rebound tonometer need to be conducted. 

REFERENCES/KAYNAKLAR
1. Leske MC. The epidemiology of open-angle glaucoma: a re-

view. Am J Epidemiol 1983;118:166-91.

2. Shields MB, Ritch R, Krupin T. Classification of glaucomas. 
In: Ritch R, Shields MP, Krupin T (eds). The glaucomas. Mos-
by: St. Louis 1996;717-25.

3. Dielemans I, Vingerling JR, Hofman A, et al. Reliability of 
intraocular pressure measurement with the Goldmann ap-
planation tonometer in epidemiological studies. Graefes Arch 
Clin Exp Ophthalmol 1994;232:141-4.  



Glo-Kat 2012;7:177-183 Bayar et al. 183

4. Whitacre MM, Stein R. Sources of error with use of Goldma-
nn-type tonometers. Surv Ophthalmol 1993;38:1-30.  

5. Kontiola AI, Goldblum D, Mittag T, et al. The induction/im-
pact tonometer: a new instrument to measure intraocular 
pressure in the rat. Exp Eye Res 2001;73:781-5. 

6. Kontiola AI.  A new induction-based impact method for 
measuring intraocular pressure. Acta Ophthalmol Scand 
2000;78:142-5.

7. Danias J, Kontiola AI, Filippopoulos T, et al. Method for the 
noninvasive measurement of intraocular pressure in mice. In-
vest Ophthalmol Vis Sci 2003;44:1138-41.  

8. Kontiola A.  A new electromechanical method for measuring 
intraocular pressure. Doc Ophthalmol 1996-1997;93:265-76.  

9. Kontiola A, Puska P. Measuring intraocular pressure with 
the Pulsair 3000 and Rebound tonometers in elderly patients 
without an anesthetic. Graefes Arch Clin Exp Ophthalmol 
2004;242:3-7.

10. Goldblum D, Kontiola AI, Mittag T, et al. Non-invasive de-
termination of intraocular pressure in the rat eye. Compari-
son of an electronic tonometer (TonoPen), and a rebound (im-
pact probe) tonometer. Graefes Arch Clin Exp Ophthalmol 
2002;240:942-6.

11. Kontiola AI, Goldblum D, Mittag T, et al. The induction/im-
pact tonometer: a new instrument to measure intraocular 
pressure in the rat. Exp Eye Res 2001;73:781-5.

12. Iliev ME, Goldblum D, Katsoulis K, et al. Comparison of re-
bound tonometry with Goldmann applanation tonometry and 
correlation with central corneal thickness. Br J Ophthalmol 
2006;90:833-5.

13. Fernandes P, Diaz-Rey JA, Queiros A, et al. Comparison of the 
ICare rebound tonometer with the Goldmann tonometer in a 
normal population. Ophthalmic Physiol Opt 2005;25:436-40. 

14. Brusini P, Salvetat ML, Zeppieri M, et al.  Comparison of 
ICare tonometer with Goldmann applanation tonometer in 
glaucoma patients. J Glaucoma 2006;15:213-7.

15. Poostchi A, Mitchell R, Nicholas S, et al. The Icare rebound 
tonometer: comparisons with Goldmann tonometry, and influ-
ence of central corneal thickness. Clin Experiment Ophthal-
mol 2009;37:687-91. 

16. Pelit A, Altan-Yaycioglu R, Pelit A, et al. Effect of corneal 
thickness on intraocular pressure measurements with the 
Pascal dynamic contour, Canon TX-10 non-contact and Gold-
mann applanation tonometers in healthy subjects. Clin Exp 
Optom 2009;92:14-8.

17. Martinez-de-la-Casa J, Jimenez-Santos M, Saez-Frances F, 
et al. Performance of the rebound, noncontact and Goldmann 
applanation tonometers in routine clinical practice. Acta Oph-
thalmol 2009 DOI; 10.1111/j.1755-3768.2009.01774.x

18. Brandt JD, Beiser JA, Kass MA, et al. Central corneal thick-
ness in the Ocular Hypertension Treatment Study (OHTS). 
Ophthalmology 2001;108:1779-88.  

19. Bland JM, Altman DG. Statistical methods for assessing 
agreement between two methods of clinical measurement. 
Lancet 1986;1:307-10. 

20. Bland JM, Altman DG. Comparing methods of measurement: 
why plotting difference against standard method is mislead-
ing. Lancet 1995;346:1085-7.

21. Herndon LW. Measuring intraocular pressure-adjustments 
for corneal thickness and new technologies. Curr Opin Oph-
thalmol 2006;17:115-9.  

22. Martinez-de-la-Casa JM, Garcia-Feijoo J, Fernandez-Vidal 
A, et al. Ocular response analyzer versus Goldmann applana-
tion tonometry for intraocular pressure measurements. Invest 
Ophthalmol Vis Sci 2006;47:4410-4.

23. Garcia-Resua C, Gonzalez-Meijome JM, Gilino J, et al. Accu-
racy of the new ICare rebound tonometer vs. other portable 
tonometers in healthy eyes. Optom Vis Sci 2006;83:102-7.  

24. Dekking HM, Coster HD. Dynamic tonometry. Ophthalmo-
logica 1967;154:59-74.  

25. van der Jagt LH, Jansonius NM. Three portable tonometers, 
the TGDc-01, the ICARE and the Tonopen XL, compared with 
each other and with Goldmann applanation tonometry. Oph-
thalmic Physiol Opt 2005;25:4429-35.  

26. Nakamura M, Darhad U, Tatsumi Y, et al. Agreement of 
rebound tonometer in measuring intraocular pressure with 
three types of applanation tonometers. Am J Ophthalmol 
2006;142:332-4.  

27. Martinez-de-la-Casa JM, Garcia-Feijoo J, Castillo A, et al. 
Reproducibility and clinical evaluation of rebound tonometry. 
Invest Ophthalmol Vis Sci 2005;46:4578-80.  

28. Stodtmeister R, Kron M, Gaus W. IOP measurement and cen-
tral corneal thickness. Br J Ophthalmol 2002;86:120-1.  

29. Doyle A, Lachkar Y. Comparison of dynamic contour tonom-
etry with Goldman applanation tonometry over a wide range 
of central corneal thickness. J Glaucoma 2005;14:288-92.

30. Tonnu PA, Ho T, Newson T, et al. The influence of central 
corneal thickness and age on intraocular pressure measured 
by pneumotonometry, non-contact tonometry, the Tono-Pen 
XL, and Goldmann applanation tonometry. Br J Ophthalmol 
2005;89:851-4.  

31. Ko YC, Liu CJ, Hsu WM. Varying effects of corneal thickness 
on intraocular pressure measurements with different tonom-
eters. Eye 2005;19:327-32.

32. Bhan A, Browning AC, Shah S, et al. Effect of corneal thick-
ness on intraocular pressure measurements with the pneumo-
tonometer, Goldmann applanation tonometer, and Tono-Pen. 
Invest Ophthalmol Vis Sci 2002;43:1389-92.  

33. Wolfs RC, Klaver CC, Vingerling JR, et al. Distribution of 
central corneal thickness and its association with intra-
ocular pressure: The Rotterdam Study. Am J Ophthalmol 
1997;123:767-72.

34. Johnson M, Kass MA, Moses RA, et al. Increased corneal 
thickness simulating elevated intraocular pressure. Arch 
Ophthalmol 1978;96:664-5.

35. Stodtmeister R. Applanation tonometry and correction according 
to corneal thickness. Acta Ophthalmol Scand 1998;76:319-24.  

36. Doughty MJ, Zaman ML. Human corneal thickness and its 
impact on intraocular pressure measures: a review and meta-
analysis approach. Surv Ophthalmol 2000;44:367-408.

37. Ehlers N, Bramsen T, Sperling S. Applanation tonometry 
and central corneal thickness. Acta Ophthalmol (Copenh) 
1975;53:34-43.

38. Krakau CET. A vibration tonometer. Ophthalmic Res 
1970;1:129-39.

39. Muttuvelu DV, Baggesen K, Ehlers N. Precision and accuracy 
of the Icare tonometer- Peripheral and central IOP measure-
ments by rebound tonometry. Acta Ophthalmol 2010; DOI: 
10.1111/j.1755-3768.2010.01987.x

40. Lundvall A, Svedberg H, Chen E. Application of the ICare re-
bound tonometer in healthy infants. J Glaucoma 2011;20:7-9.

41. Sahin A, Basmak H, Yıldırım N. The influence of corneal 
thickness and corneal curvature on intraocular pressure mea-
sured by tono-pen and rebound tonometer in children. J Glau-
coma 2008;17:57-61. 


